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getlier to allow of a free access of the external air to
the bulbs.

Other forms of screen were formerly much in vogue,,
such as Glaisher's or James's. These are perfect!}7"
open on the side away from the sun, and their main
defects are that they require to be shifted once or
twice a-day to prevent the sun's rays falling' on the

FIG. 5.

Thermometer Screen used on board Ship.

thermometers, and that in time of rain with a northerly
wind it is impossible to keep the instruments dry.
Finally, these screens do not protect the thermometers
against radiation. For the last-mentioned reason the
maximum and minimum readings recorded in such
screens are frequently higher and lower respectively
than those registered in a closed screen.
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